Nitrite Fi g Test Kit

Read instru ‘ﬁgm before use
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- Package contents - Cautions
1) Reaction bottle 2 piece 1) Immediately close all reagent contains after
2) Reagent Ntl 1 bottle use.
3) Reagent Nt2 | bottle
2) Always wash your hands after using the kit

4) Syringe 3 ml 1 piece

(for suck sample water) 3) Keep the kit out of direct sunlight and away
5) Syringe 1 ml | piece from heat, food, pet and the reach of children

(for suck reagent NtZ)




- Procedure
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Step 1 g . )
Fill reagent Nt2 into the
: Add 1 mL of the water sample into reaction bottle (drop by drop) F\
the reaction bottle. ) ¢ until the solution in step2 °
o i .
o i i changing to the blue-purple 2
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Step 2 o T, )
Add 1 drop of reagent Ntl into the }?& Step 4
i reaction bottle. Close the bottle with Nitrite Concentration = :
TR ek A 200 x ( volume of Nt2(ml) - 0.20

Ay ) or see in table below
Note: the minimum concentration to be

analyzed is 10 ppm.

- Nitrite Concentration Table
Conc. of Nitrite Conc. of Nitrite
Volume of Nt2 (ml) Volume of Nt2 (ml)
(ppm N()’E) (ppm N()’l)

0.25 10 3.20 600
0.30 20 3.70 700
035 30 4.20 800
0.40 40 4.70 900
0.45 50 5.20 1000

5.70 1100
0.50 60

6.20 1200
0.55 70

6.70 1300
0.60 80

7.20 1400
0.65 90

7.70 1500
0.70 100

8.20 1600
1.20 200

8.70 1700
1.70 300

9.20 1800
2.20 400

9.70 1900
2.70 500

10.20 2000




